This work investigates the detection performance of specialist and non-specialist observers for different targets in 2D-mammography and digital breast tomosynthesis (DBT) using the OPTIMAM Virtual Clinical Trials (VCT) Toolbox and a 4-alternative forced choice (4AFC) assessment paradigm.
Introduction
Two dimensional X-ray mammography has been adopted as the standard imaging method for use in national breast screening programmes for early breast cancer detection (Karim-Kos et al 2008 , Hevie et al 2014 . However, a major shortcoming is the limited ability of observers to detect lesions due to superposition of tissue. To address this, digital breast tomosynthesis (DBT) has been introduced and deployed alongside 2D-mammography in some early adopter breast assessment centres (Gilbert et al 2016 , Ciatto et al 2013 . Studies have indicated that DBT substantially improves the visibility of lesions by suppressing much of the overlying anatomy (Skaane et al 2013 , Wallis et al 2012 , Niklason et al 1997 , Diekmann and Bick 2007 . However, DBT requires thorough evaluation in clinically relevant conditions before widespread adoption in routine breast screening.
Clinical trials are the conventional approach for such evaluations, but this approach is time-consuming and expensive. As a result, many such evaluations are undertaken on small cohorts, or selected groups of screen-detected cases for side-by-side evaluation (Ciatto et al 2013) . In the latter case, this necessarily biases the sample selection of detailed cases. Taken together, these factors act as a brake on the introduction and adoption of new effective screening technologies and techniques. Alternatively, Virtual Clinical Trials (VCTs) can be used to supplement clinical trials using simulation methods (Maidment 2014) .
VCTs are conducted using computerized modelling tools which are validated to simulate radiological images comparable to their real clinical counterparts. The images can be synthesised by either inserting simulated cancer pathology (Shaheen et al 2010 , Rashidnasab et al 2013a , 2013b into clinical images or by inserting into a complete simulated breast (Li et al 2009 , Bliznakova et al 2003 , Graff 2016 , Bakic et al 2002a , 2002b , Elangovan et al 2017 . The image acquisition process and associated image formation and degradation processes are modelled using specialized tools to mimic the system or technology under consideration , Mackenzie et al 2012 , 2014 . These tools are then validated for clinical realism by means of observer studies or quantitative metrics. This is to ensure that the results of VCTs are comparable to those of clinical trials with human subjects. Thus VCTs allow for a rapid evaluation and comparison of various breast imaging modalities (Gong et al 2006) .
One type of virtual clinical trial that is widely used to compare the detection performance of breast imaging modalities is the m-alternative forced choice (m-AFC) paradigm (Burgess 1995 , Burgess 1999 . In m-AFC studies, a series of m target or signal detection experiments are presented to the observer. The resulting data from a group of observers are used to quantify the observer detection performance expressed for example as minimum detectable target contrast or size. A number of previous studies have used this approach to compare and evaluate breast imaging modalities. For example, prior work investigated the effect of lesion location, lesion size and beam quality on lesion detection performance (Huda et al 2004 (Huda et al , 2005 (Huda et al , 2006 ; the effect of quantum and anatomical noise on microcalcification detection (Lai et al 2010) ; comparison of various reconstruction techniques (Mie´ville et al 2012) and different medical displays (Rashidnasab et al 2016) ; and quantified lesion and micro-calcification detectability in 2D and DBT simulated and hybrid images (Timberg et al 2012) , the latter using simulated lesions inserted into clinical images. In this work, we use the 4AFC paradigm to compare the lesion detectability in 2D-mammography and DBT systems using 4AFC tasks that are representative of real-world clinical situations.
Previous studies have used spheres as idealised targets to represent mammographic lesions e.g. (Mie´ville et al 2013 , Gong et al 2006 , Young et al 2013 . Psychophysical data on object recognition suggests the human visual system can detect such regular target shapes easily and efficiently, largely regardless of context (Biederman 1987) . However, detection and identification of irregularly shaped objects are thought to use a more sophisticated set of detection and recognition processes (Biederman 1987 , Shams et al 2002 (and references therein) . This may affect the interpreted equivalency of m-AFC detection thresholds for spheres and their application to real mass detection in mammography screening.
Prior work has also used medical physicists as observers in isolation (Timberg et al 2012 , Gong et al 2006 , or mixed with radiologists for alternative forced choice (AFC) studies (Timberg et al 1987 , Chakraborty et al 1986 . As AFC only involves Signal Known Exactly target recognition, without the specialist task of image search, equivalency between such observers has been assumed. Given a paucity of baseline studies, it is of interest therefore to investigate this assumption, and further, whether non-specialists might also compare favourably to these two observer types in such studies.
Thus, the objective of this work was to use the 4-alternative forced choice (4AFC) paradigm to examine target threshold detectability in 2D-mammography and DBT systems using different targets and different observers. Target sizes were deliberately chosen that straddle the current known limits of detectability (Timberg et al 2012) in 2D-mammography and DBT.
This was accomplished using the OPTIMAM VCT Toolbox ) whereby breast models that contain realistic anatomical breast structures (Elangovan et al 2017) and a set of validated synthetic mass lesions (Rashidnasab et al 2013) were used to create detection tasks across a range of target sizes and contrast levels. Validated VCT modelling tools were used to model various image formation and degradation processes for the Hologic Selenia Dimensions 3D system (Hologic Inc., Bedford, Massachusetts, USA) including system geometry, noise, blur and scatter . Images were presented to panels of specialist and non-specialist observers in a 4AFC study.
Materials and methods

Breast models
Four virtual breast models with different tissue distributions and a voxel resolution of 100µm were created for this study. The models were 6cm thick with an average glandularity of 20% by volume. The glandularity was chosen in line with the density measurements performed on a set of real images of 6cm thick compressed breasts using the Volpara TM breast density measurement tool (Volpara Health Technologies Limited, Wellington, New Zealand) (Highnam et al 2010) .
The virtual breast models (Elangovan et al 2017) 2 ), statistically, by power spectrum analysis and for realism via ROC-based analysis. Figure 1 shows 2D-mammogram image segments constructed from the breast models chosen for the study. 
Irregular solid lesions and spherical targets
Six simulated mass lesions with similar physiological characteristics (irregularly shaped margins and homogenous texture) but each unique in visual appearance, together with uniform spheres were used as targets.
Irregular solid masses were generated using Diffusion Limited Aggregation (DLA) -a 3D fractal growth method that produces irregular structures. The appearance of the DLA lesions has been previously validated for realism by means of observer studies in 2D (Rashidnasab et al 2013a) and DBT (Rashidnasab et al 2013b) . When embedded in a simulated breast background, each mass used had received experienced (>20 years) radiologist observer feedback ratings of 'definitely realistic' in both 2D and DBT.
The mass and sphere target volumes were initially generated at a voxel resolution of 35µm and corresponded to 9mm diameter. These volumes were then downscaled to the desired volumes, with nominal diameters of 4mm and 6mm for the study. Targets were inserted into the breast models by voxel replacement after supersampling the simulated breast tissue volume to 35µm resolution in the vicinity of the insertion.
Radiological image simulation framework
A collection of modelling tools designed to simulate various system acquisition and image degradation processes was used to produce 2D and DBT images of the ROIs containing targets. In this study, we used the system geometry and image acquisition settings for the Hologic Selenia Dimensions 3D system. The attenuation values for different tissue components of the breast model were derived from the elemental compositions of adipose and glandular tissue (Hammerstein et al 1979) , whereas, the composition of Cooper's ligaments and blood vessels were assumed to be that of adult skeletal muscle (ICRU 1992 , Sandborg et al 2003 . Exposure factors (2D: W/Rh, 31kVp; DBT: W/Al, 33kVp) for image simulation were set according to those used under automatic exposure control for real breasts of equivalent size and glandularity. An MGD of 2.5mGy was simulated for 2D and DBT in line with measurements made on a Hologic Selenia Dimensions 3D system for a 6cm thick compressed breast (Dance et al 2011) .
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Data preparation
Radiological images containing targets with a range of contrast levels were simulated. The desired contrast was generated purely by changing the location of insertion of the target within a range of breast models. Attenuation properties of the targets were assigned to be same as glandular tissue throughout. For each modality and target type, three contrast levels were chosen to ensure that the 90.7% detection threshold occurred within the range of results (using prior pilot studies). The contrast is defined as the relative difference between the mean background signal and the mean target signal computed at the insertion site, calculated using raw image data (unprocessed) for 2D images. For DBT data, a 2D raw image with 2D exposure factors was created for the purposes of assessing contrast, so that all contrast measurements (DBT and 2D) are referenced to 2D image contrast measurements. The background pixel intensity was calculated on the pixels occupying a circular region (8mm for 4mm lesion, 12mm for 6mm) around the target excluding the region occupied by the target.
This metric allows comparison between 2D and DBT with reference to the visibility of lesions in the 2D image. Thus a smaller threshold contrast for DBT than for 2D would mean that lesions at the DBT threshold contrast would be seen with DBT but would not be seen when imaged using the 2D system. Therefore our metric allowed a clinically realistic comparison since the primary purpose of the study was to investigate DBT as a potential alternative to 2D in terms of lesion detection.
For each experimental condition (contrast, modality), 50 image segments containing masses, and 20 image segments containing spheres were simulated resulting in a database of 210 2D and 210 DBT images. It should be noted that some images with 6mm spherical targets were simulated at 0% contrast to present observers with challenging detection tasks. Contrast here refers to average contrast between the object and local ROI background, so that even at very low contrast, pilot studies revealed that observers can detect spheres when only a small section of their sharp regular edge was visible. Table 1 summarizes the experimental conditions simulated. No Target -900 -900
* to achieve an average of 0% contrast, the object was inserted in a highly glandular region MGD for both 2D and DBT: 2.5mGy
4AFC observers and study conditions
The 4AFC study was conducted using an in-house Java-based plug-in (ImageJ 1.50i, NIH, USA) as shown in Figure 3 . This used the 4AFC convention of presenting a series of signal detection experiments with each trial displaying the target in isolation, located superior to four image quadrants, one of which contained the embedded target (Macmillan and Creelmans 2004) . Observers were required to identify the quadrant that most likely contained the target. The breast tissue background for all four quadrants was chosen from the same breast model with equivalent glandularity but at different locations. The quadrant of the image containing the target was randomly shuffled between trials. For 2D images, a 2D projection of the target in each trial was provided as a signal cue. For DBT images, a scrollable slice stack of the target was provided as a signal cue that was synchronised with scrolling of the four DBT quadrants. The central in-focus plane was shown as the initial DBT image out of 12 planes for 4mm targets and 18 planes for 6mm targets. Multiplanar viewing allowed the observers to better visualise the 3D morphology of the targets mimicking real DBT viewing conditions. The experiments were conducted in low ambient light (<6LUX) on a high resolution monitor (Barco, B-8500, 5MP, Belgium). A concentric toto circle was shown in each quadrant to indicate the potential location of the centralised target.
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Figure 3
2D and DBT 4AFC study screenshot. 2D projection of the target was provided as a signal cue for the 2D study (left), and in addition, a 3D scrollable slice stack of the target was provided in the DBT study (right).
For the second arm of the study, the above methodology was repeated using a non-specialist observer group. This group included an Undergraduate student, a Masters student, a PhD research student, a Postdoctoral scientist and a Gynaecologist. The observers' age ranged between 21 and 31 years with a mean of 27 years. None of the non-specialist observers had any prior experience with mammography image data. Prior to the 4AFC study, both the non-specialist observers and clinical readers reviewed a short 4AFC training set comprising 15 2D, and 15 DBT images, to gain feedback and familiarization with the task and the software. The training session lasted approximately 15-20 minutes, and the participants were provided with real-time feedback on their decisions. The specialist group of medical physicists did not undergo any training prior to the study, but had prior experience with mammography image data and had participated in similar studies in the past.
Threshold contrast calculation
Threshold contrast is defined here as the contrast at which the observer makes 90.7% correct decisions for a particular target (mass or sphere), corresponding to a detectability index d' of 2.5 (Macmillan and Creelmans 2004) . This operating point was chosen because of its low coefficient of variation in 4AFC type experiments (Burgess 1995 , Burgess 1999 ). Thus, threshold contrast for 2D-mammography and DBT systems for different targets was determined from the observer responses of both groups.
The results of the study were analysed by pooling the data for each group and converting the percentage correct responses for different target contrasts into equivalent detectability index values. Then, the threshold contrast (90.7% correct response or d' of 2.5) was computed from the linear fit between detectability index and target contrasts. The observer responses for each target contrast were bootstrapped 1000 times, and average threshold contrast along with confidence intervals (percentile method) were computed. The threshold contrast values were compared for both 2D and DBT for both target types (spheres and masses). A Student t-test was used to calculate the statistical significance of differences in the threshold contrast values between the two observer groups. Finally, the reading times between the two groups were compared for both modalities and types of target. Figure 4 summarizes the results of the 4AFC study with error bars showing 95% confidence intervals. The results include the threshold contrast computed for specialists (clinical readers and medical physicists) and non-specialists separately, and the threshold contrast computed after pooling the data from both observer groups. Note, the plots for the combined observers are not just an arithmetic average of specialist and non-specialist observers; for combined plots, these data were pooled and new fits undertaken and threshold contrasts computed after bootstrapping. Therefore, the combined error bars lie somewhere between specialist and non-specialist observers, but will not necessarily lie exactly at the midpoint. For each modality, target type and size, three data points were available corresponding to the three contrast values used. The target contrast followed a linear relationship with d' as expected (Burgess 1995 , Burgess 1999 . The reading times for the two groups are also presented in Table 2 .
Results and Discussion
The results of the statistical test for both contrast detection thresholds and reading times are shown in Table 3 .
The combined threshold contrast for all observers computed for the 4mm lesion in 2D-mammography (6.9%) was found to be approximately three times the threshold contrast computed for DBT (2.1%).
Similarly for the 6mm lesion, the combined threshold contrast computed for 2D-mammography (3.9%) was approximately four times the threshold contrast computed for DBT (0.7%). These results show that the threshold contrast for DBT is significantly lower than that of 2D for both observer groups (p<0.0001). This clearly indicates that DBT is markedly superior for detecting subtle masses in complex breast structures.
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Figure 4
Detectability thresholds for mass and sphere targets for both groups. Errors bars represent 95% confidence intervals.
By contrast, our previous study indicated that microcalcifications clusters can be more reliably detected in 2D than in DBT systems (both narrow-angle and wide-angle). This is attributed to superior spatial resolution, enhanced dose per projection and zero X-ray tube motion blur in 2D compared to the DBT systems simulated, rendering 2D superior for detecting point-like high contrast objects. This raises questions for optimising DBT detection performance in screening.
Both the combined (average response) and individual observer groups found spherical target detection easier than mass targets detection, as evidenced by the lower contrast threshold for spheres compared to masses. The threshold contrast for 4mm spheres was 1.3 times lower than the mass lesion counterparts for 2D (p<0.0001). With 6mm spheres, the differences in contrast threshold were much lower for both 2D (×2), and DBT (×2.7) compared to the irregular mass targets of similar size (p<0.0001). In both cases, this is attributed to the presence of high contrast regular edges for spherical targets, as well as their uniform composition, which is perceptually easier to resolve, even when only a limited portion of the target is visible. Thus, a uniform object with regular edges in a complex background appears easier to detect than an irregular object in a complex background. This supports the importance of target/background choice for inferring clinically relevant results. The only exception was for 4mm objects and DBT, where the observers found irregular masses easier to detect than spheres resulting in low threshold contrast for masses than spheres (p<0.0001). This result is consistent with our previous study where 3mm spheres and masses were used in a 4AFC study (Elangovan et al 2015) . This may be because the effect of background texture on object appearance is small for very small objects, particularly in DBT, and as a result irregular objects with irregular edges would have been more easily detectable than regular objects such as spheres.
Table 2
Reading times for two groups with 95% confidence intervals for 2D and DBT In the second arm of the experiment the performance of specialist observers (medical physicists and clinical readers) and non-specialist observers in 4AFC observer studies was considered. There was no statistically significant difference (p>0.05) between specialist and non-specialist groups for the 4mm sphere (2D), 6mm lesion (2D), 6mm lesion (DBT) and 6mm sphere (DBT) targets. However there was a significant difference in observer performance (p<0.05) between the two groups favouring the specialist observers for the 4mm mass (2D), 4mm mass (DBT), 4mm sphere (DBT) and 6mm sphere (2D) targets. These data present a mixed picture with apparently some experimental conditions favouring one group over another. Overall, non-specialist observers reached the same conclusions as Page 9 of 15 AUTHOR SUBMITTED MANUSCRIPT -PMB-106560. R1   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 specialist observers in comparing differences in 2D and DBT imaging, albeit at a slightly higher threshold contrast (mean difference approx. 16%, ranging from 0.3% to 34%)
2D DBT Specialist
There was a significant difference between the reading times between these groups for 4mm targets in both 2D and DBT (p<0.0001). In the case of 2D images with 4mm targets, non-specialists required twice the reading time compared to specialists, representing a 5-6 second time difference for each set of image trials. For the DBT data, the reading time difference narrowed to approximately 3 seconds, with a ratio of 1.4 in reading times for both types of target. As the non-specialists saw 2D data before the DBT data, it may be that this narrowing represents an increasing familiarity and confidence with the task leading to faster decision speeds for the non-specialists. No significant difference (p>0.05) in reading times for 6mm targets was seen by the observers after viewing 4mm targets, which supports this notion. It remains to be seen if parity of reading time between both groups could be achieved once non-specialist observers gain a certain level of 4AFC experience. This might facilitate use of 'citizen observers' in some studies (Yeotikar et al 2013) . Page 10 of 15 AUTHOR SUBMITTED MANUSCRIPT -PMB-106560. R1   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57 58 59
Figure 5
Detectability thresholds for mass and sphere targets for mammography clinical readers and physicists. Errors bars represent 95% confidence intervals. Figure 5 examines the 4AFC performance of the two specialist observer groups -clinical readers and medical physicists. The error bars show 95% confidence intervals. The reading times for the two specialist subgroups are presented in Table 4 . The results of the statistical test for both contrast detection thresholds and reading times for specialist subgroups are shown in Table 5 . Further analysis of the results for the specialist observers revealed a significant difference (p<0.0001) in detection performance for mass targets between physicists and clinical readers. This might be attributed to the clinical readers' experience with screen detection as they may be more sensitive to mass-like objects. This diversity may explain the large error bars seen in Figure 4 for the specialist observers. However, there was no significant difference (p>0.05) in detection performance between the two specialist subgroups for spherical objects, nor in reading times between two specialist subgroups, although clinical readers marginally outperformed physicists. Table 4 Reading times for two specialist sub-groups (clinical readers and physicists) with 95% confidence intervals for 2D and DBT This study has quantitatively explored the difference between different breast imaging modalities and observer cohorts. Of course the study is not without its limitations. Clinically, breast masses occur in different shapes and sizes, here we used mass models of only two sizes (4mm and 6mm) in order to control the experimental conditions. The density of the masses were assumed to be same as the glandular tissue; this assumption was based on the limited data available in Hammerstein et al (1979) . As a result, the low contrast masses were simulated by placing the simulated masses in the high glandular region of the breast model. The breast model represents only a limited range of patterns typically found in real world clinical breast data (Elangovan et al 2017) . Furthermore, the breast models used for the study were all 6 cm thick and were simulated with a breast density of 20% by volume, based on an analysis of a sample of mammograms from our screening centres. Such breasts might be considered as being quite dense (e.g. Brandt et al 2016) and it could be that differences in contrast threshold between mammography and DBT would be higher for dense breasts and lower for very fatty breasts. This can be considered a limitation of the present study. Future work is needed to expand our study to include different breast thicknesses and densities. This will aid in the better understanding of how variability in patients affects the 2D and DBT detection performance.
2D DBT
4AFC studies are predominantly used to quantitatively establish the effectiveness of an imaging modality. These are detection studies that do not involve search or radiological interpretation, but are a useful for understanding the relative importance of imaging techniques. The results of 4AFC studies should be used alongside data from more clinically relevant studies using human subjects, when advising on imaging techniques in mammography. This study was undertaken for only one type of imaging system and so the comparison between DBT and 2D are only relevant to Hologic Dimensions system. However comparison between different observer cohorts can be assumed to be valid for any system.
Conclusions
In summary, the results of this 4AFC study using the OPTIMAM VCT toolbox has quantified the extent to which DBT is superior for detecting masses compared to 2D-mammography, as demonstrated by lower contrast thresholds in all target categories (2-8 times lower than 2D). This also demonstrates the VCT paradigm as offering a fast and well-controlled alternative method to clinical trials for rapid evaluation and comparison studies. The consistent difference in threshold contrast between spheres and mass lesions (mean difference approx. 42%, ranging from 23% to 63%) demonstrates that such uniform geometric objects are systematically easier to detect across both 2D and DBT imaging modalities. Furthermore, the findings of this study support the use of non-specialist observers (with training) supplementing the typically limited local pool of specialist observers for certain AFC tasks. This may facilitate larger numbers of observers in such studies to reduce statistical uncertainties . 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59AUTHOR SUBMITTED MANUSCRIPT -PMB-106560.R1   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 
